The availability of devices such as Ventrain, Rapid O 2 , Enk oxygen flow modulator and Manujet III is still limited in India.
In a developing country like India where many anaesthesiologists work in low-resource settings, procuring such kind of equipment is difficult. Although the Ventrain ® has withstood the evaluations of medical equipment regulatory agencies, the evidence supporting its safety is still limited. We have devised the equipment from existing resources without any major additional cost. We are aware of the need to conduct prospective studies to provide evidence for the use of our device. Cautious use of our equipment in 'cannot intubate cannot ventilate' situation may add to safety till sophisticated and cost-effective devices for such situations are made freely available in remote areas.
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